Troemner 



This is for a pair of bumpers - one large and one small - to fit our regular Troemner as we 
have sold it for about a decade. The base of the large bumper is about the size of a dime. 
The material is never-age super soft. The color is black. 

Brushed stainless steel hammer is 193 gms, 24 cm and has "never age" silicone bumpers, 
not rubber like ALL our competitors (and for the moment I stand behind this assertion). 
Excellent balance. 



gold finish is high-gloss but also very tough - it will not rub off like a thin layer of gold. It is 
meant to be used. The feel and weight of the hammer will make this your special doctor's 
first choice whenever he or she needs a neuro-percussor. It is heavier and has a larger 
head, a larger bumper than our regular Troemner. 

The distinguished appearance of this percussion hammer makes it an elegant presentation 
gift to an accomplished physician or trainee. The gold finish is glossy and it is applied only 
on the handle. "Success without excess" is the theme of this percussion hammer. Of course, 
it is also for the physician who appreciates using instruments of highest quality. 

The excellence of this percussion hammer extends far beyond appearance. Its fine balance 
and 201 gram (7.1 ounce) mass allow the physician to easily deliver an effective percussion 
impulse. Its unique high-tech synthetic rubber bumpers are both effective in transmitting 
the percussion impulse and painless for the patient. Moreover, these "State of the Art" 
bumpers resist degradation and hardening with time. Exclusively available through 
Medwork Instruments! 

The Precision tm Mabis ECG Caliper was designed with the user in mind. Chrome-plated for 
quality assurance and large "handle" design allows the user to easily manipulate the 
instrument. Replaceable tips provide years of unsurpassed service. Protective cover 
includes a molded ruler for easy reference. 



Heavyweight Minnesota 




The picture does not do this 
hammer justice (so click on it to 
see a bigger more high resolution 
picture). We call it The Minnesota 
Hammer because the faculty at 
the University of Minnesota was 
instrumental in the design and 
production of this percussor. The 



Mercury Thermometers 

Cheap classic mercury thermometers. Requires proper haz-mat disposal! Do not dispose of 
in trash! You must include in the comment section of your order a statement of agreement 
to this condition to purchase. 4.5" long. 

They are designed so that the full range of the 2 -inch- 
long graduated scale is from 96 to 106 degrees, so 
these are not the sort of thermometers you would use 
to tell the temperature of a room, they are designed 
specifically for measuring the body temperature of 
higher mammals. They come sterile in a screw-top 
plastic tube. Single use. This means that the mercury 
doesn't go back down. So if it reaches 102 degrees 
and you let it cool to room temperature, it will still say 102 degrees. In other words, they 
record the highest temperature they are ever exposed to, and you get the actual 
temperature, not the temperature by the time you look at it as well. The downside is of 
course that you can't ever use it again (well, it isn't like you were going to use a rectal 
thermometer in more than one patient anyway), but the upside is that they're cheap and 
available in quantity and of course, that they record the peak temperature for as long as 
you need it available. 

Queen Square Percussor 

This is exactly the same 
as our with one 
significant difference. 
Every dimension has 
been scaled up by a 
factor of 1.5 - with the 
exception of the handle, 
which is 16 inches long 
instead of 18. The head 
is 3 inches in diameter, 
the handle is half an 
inch wide. Keep in mind 
that if you make 
something 1.5 times taller, 1.5 times wider and 1.5 times thicker, it will be 3.375 times as 
heavy, so you might be surprised at this large tendon hammer. Still the same soft silicone 





bumper, the same soft clear guard that comes on the point on the end of the handle. It is an 
excellent knee hammer, and nothing like it is sold by anyone else, anywhere else. 
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Small cosmetic flaws that do not affect use - stainless steel or chromium-plated brass 
Dejerine (specify preferences in comment field provided at checkout, and whether you 
would be willing to accept another type if the one you want is not available) - regularly 
$6.50-$8.00 only $3.99 each AVAILABLE IN VERY SMALL NUMBERS 

Downscaled Pediatric Mode 

This is similar to our but scaled 
down for pediatric use. The 
pediatric queen square 
percussor is scaled down from 
14 inches in length including 
the head to 9 inches. The total 
weight of the instrument is 1.8 
ounces. Unlike our other queen 
square models which have 
points, the pediatric queen square reflex hammer does not come with the point guard. This 
is because of its much shorter length. 

Slightly Irregular Hammers 

A few stainless steel Troemners that are "odd" or have flaws that do not allow us to call 
them "First Quality" so we offer them as 2nds. If you are just looking for a discount, you 
may consider the non-standard model page (click here) for perfectly good instruments that 
are unique and possibly made by miscellaneous parts and are therefore without flaws and 
not inferior, yet not standard (not like hundreds of other identically manufactured 
instruments). This page is devoted to hammers with actual flaws. Depending on how 
"messed up" they are, the price we set for them won't be fixed. Please let us know in the 
comment field provided when you place your order online which end of the scale you'd 
want it to be on (low end may be an engraving gone bad, high end may be just plain weird 
somehow and not even necessarily flawed, or maybe some spots or other minor cosmetic 
flaws that occurred during casting or machining), or maybe composed of chromed brass 
instead of stainless steel (do not try to bend THEM with your bare hands because if you try 
you will SUCCEED!) We will adjust the price accordingly when we actually process it. 
Please do not call us and ask us to give you pictures of all the seconds in stock 

For more information please visit 
http://www.medexamtools.com 



